Triple knotting of a central venous catheter.
A case of unusual triple knotting of a central venous catheter inserted through the left basilic vein is reported. The catheter with intact triple knots could be withdrawn without an invasive maneuver. A possible cause of triple knotting was discussed in regard to the anatomic configuration of the central veins. This case emphasizes that a central venous catheter should not be advanced if resistance is encountered.